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A B S T R A C T   

Purpose: Optimization of CT scan practices can help achieve and maintain optimal radiation protection. The aim 
was to assess centering, scan length, and positioning of patients undergoing chest CT for suspected or known 
COVID-19 pneumonia and to investigate their effect on associated radiation doses. 
Methods: With respective approvals from institutional review boards, we compiled CT imaging and radiation dose 
data from four hospitals belonging to four countries (Brazil, Iran, Italy, and USA) on 400 adult patients who 
underwent chest CT for suspected or known COVID-19 pneumonia between April 2020 and August 2020. We 
recorded patient demographics and volume CT dose index (CTDIvol) and dose length product (DLP). From thin- 
section CT images of each patient, we estimated the scan length and recorded the first and last vertebral bodies at 
the scan start and end locations. Patient mis-centering and arm position were recorded. Data were analyzed with 
analysis of variance (ANOVA). 
Results: The extent and frequency of patient mis-centering did not differ across the four CT facilities (>0.09). The 
frequency of patients scanned with arms by their side (11–40% relative to those with arms up) had greater mis- 
centering and higher CTDIvol and DLP at 2/4 facilities (p = 0.027–0.05). Despite lack of variations in effective 
diameters (p = 0.14), there were significantly variations in scan lengths, CTDIvol and DLP across the four facilities 
(p < 0.001). 
Conclusions: Mis-centering, over-scanning, and arms by the side are frequent issues with use of chest CT in 
COVID-19 pneumonia and are associated with higher radiation doses.   

Introduction 

Scan length, patient centering and positioning impact both image 
quality and radiation dose associated with CT scanning [1]. Scan length 

beyond the intended anatomy of interest may lead to unnecessary ra-
diation dose and risks detection of incidental lesions which can require 
further testing and elevate patient anxiety [2]. Patient mis-centering 
interferes with adequate functioning of beam-shaping filters and lead 
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to under- or over-estimation of radiation dose across the cross-section of 
the body anatomy being imaged [3]. The latter is often associated with 
asymmetric and increased image noise and artifacts. Position of arms by 
side of the body during chest CT scanning is associated with artifacts and 
increased image noise despite an increase in radiation dose with auto-
matic exposure-based modulation of applied tube current [4]. 

Most CT scanners and scan procedures demand close attention to 
patient positioning, centering and selection of scan length. Inappro-
priate patient positioning and centering can lead to increased image 
noise and artifacts that can compromise detection of incidental pathol-
ogies besides leading to greater than necessary radiation dose to the 
patients. These details represent non-trivial aspects of scanning that 
enable highest level of service and best hope for radiation dose opti-
mization while retaining diagnostic quality of CT, a modality that con-
tributes to the largest fraction of radiation dose from medical imaging. 
However, demands and anxieties of a pandemic like the ongoing COVID- 
19 infection can challenge or impede attention of CT technologist to 
these details over concern for personal safety and need to maintain 
minimum contact and maximum social distancing. 

Imaging tools such as CT and radiography were and are being heavily 
used in the ongoing pandemic in patients with known or suspected 
infection, and that brings imaging personnel such as the CT technolo-
gists in close patient contact and increases their risk of contracting the 
virus. With adequate personal protective equipment (PPE) and pre-
cautions such risks can be reduced, but scarcity of such resources has 
been reported across the world [5]. Although prior studies have reported 
on variations on applications and radiation doses of CT in the ongoing 
COVID-19 crisis [6], to our best knowledge, there are no publications on 
how the practice of CT scanning has unfolded and how it has affected 
associated radiation doses. Thus, the purpose of our study was to assess 
centering, scan length, and positioning of patients undergoing chest CT 
for suspected or known COVID-19 pneumonia and to investigate their 
effect on associated radiation doses. 

Materials and Methods 

The institutional review boards of respective participating studies 
approved the study for retrospective evaluation of chest CT in patients 
with COVID-19 infection. All coauthors had access to de-identified study 
data. A study coauthor received research funding from Siemens 
Healthineers and Riverain Tech Inc for unrelated research. Other co-
authors have no financial disclosures. 

Patients 

Our study included 400 patients from four CT facilities in one of 
these regions: South America (Hospital Miguel Soeiro – UNIMED, Sor-
ocaba, São Paulo, Brazil; Delphina Rinaldi Abdel Aziz, Manaus, Ama-
zonas, Brazil), Asia (Firoozgar Hospital, Iran University of Medical 
Sciences, Tehran, Iran), Europe (Ospedale Maggiore della Carita’, 
Novara, Italy) and North America (Massachusetts General Hospital, 
Boston, Massachusetts, USA). Upon request from the participating fa-
cilities, their identity is blinded in the manuscript. All patients under-
went a clinically-indicated chest CT for known or suspected COVID-19 
pneumonia for assessing disease severity, treatment response or lack 
thereof, or complications. 

Patients underwent chest CT at each facility – Facility A (n = 98 
patients; mean age ± standard deviation 58 ± 14 years; female: male 33: 
65), Facility B (n = 103 patients; 60 ± 17 years; 36: 67), Facility C (n =
99 patients; mean age ± standard deviation 62 ± 16 years; female: male 
33: 66), and Facility D (n = 100 patients; mean age ± standard deviation 
76 ± 11 years; female: male 51: 49). 

Scanners and protocols 

All facilities performed their chest CT examinations with single- 

phase, non-intravenous contrast scan protocols. Only the index chest 
CT was included for each patient. 

Facility A used either a 16-slice (GE Bright-Speed, GE Healthcare) or 
a 64-slice (Philips Brilliance, Philips Healthcare) multidetector-row CT 
scanners with the following scan parameters – 120 kV, vendor-specific 
automatic exposure control, 0.9:1 (Philips) or 1.375:1 pitch (GE), and 
0.7–0.8 s gantry rotation time. CT image reconstruction factors included 
filtered back projection, soft tissue reconstruction kernels, and 1.25 mm 
section thickness. 

At Facility B, all patients underwent chest CTs on a 16-slice, 
multidetector-row CT (Siemens SOMATOM Emotion 16, Siemens 
Healthineers) with 110–130 kV, 30–50 mAs (fixed tube current), 1.5:1 
pitch, 16 × 1.2 mm detector configuration, and 1-second gantry rotation 
time. Reconstruction parameters were filtered back projection tech-
nique, 2 mm section thickness and B20f (standard soft tissue) kernel. 

Facility C patients received their single-phase imaging on a 128-slice 
multidetector-row CT (Philips Ingenuity Core, Philips Healthcare) at 
120 kV, 225 mAs (automatic exposure control – Z-DOM), scanner- 
selected pitch factor, 0.5-second gantry rotation time, and 64 × 0.625 
mm detector configuration. Reconstruction parameters included filtered 
back projection, 1 mm section thickness, and Filter B (standard soft 
tissue reconstruction kernel). 

Patients from Facility D received their CT on one of the four scanners 
(64-slice CT, GE Discovery 750HD; 64–96-slice CTs, Siemens Definition 
Force, Flash, or Edge). The scanning and reconstruction parameters 
included 100–120 kV, vendor-specific automatic exposure control, 
0.9–1:1 pitch, 0.5-second gantry rotation time, 1–1.25 mm section 
thickness generated with iterative reconstruction technique (Admire, 
Siemens; ASIR, GE). 

Radiation dose descriptors 

Fully de-identified CT images of each patient were centrally collected 

Fig. 1. Measurement of patient mis-centering on transverse CT images. The 
blue line represents the anteroposterior extent of the field of view and therefore 
it’s half-length (green line) represents the isocenter of the field of view. The 
brown and orange lines (half length of the brown line) represent patient’s 
anterior-posterior dimension and midpoint at the level of carina. The distance 
between the midpoints of the field of view and patient in red line represents 
mis-centering distance. (For interpretation of the references to colour in this 
figure legend, the reader is referred to the web version of this article.) 
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for analysis. A study coinvestigator (SE, with one-year post-doctoral 
research experience in radiology) recorded CT dose index volume 
(CTDIvol) and dose length product (DLP) from the dose information page 
or radiation dose structured reports (RDSR). 

Since patient weights were not available from three of the four CT 
facilities, we recorded anteroposterior and lateral dimensions of each 
patient from their DICOM CT images at the level of tracheal carina. For 
chest CTs without skin to skin coverage, such measurements were 
recorded from the planning radiographs where available. Effective 
diameter was calculated as the square root of the product of ante-
roposterior and lateral dimensions [7]. We estimated size specific dose 
estimates by multiplying CTDIvol with conversion factors derived from 
effective diameter lookup tables [8]. 

Scan length, arm position, and centering 

Scan length was calculated from the scan start and end locations for 
each CT exam. In addition, we recorded the vertebral body number at 
the scan start and scan end locations since scan length can vary based on 
patients’ height. Fig. 1 illustrates patient centering estimated at the level 
of the carina. First, we determined the center of the scan field of view in 
lung windows (scanner isocenter) and then patient center along a 
midline anterior-posterior line from patient’s skin-to-skin. The distance 
between scanner isocenter and patient center represented the presence 
and extent of mis-centering. 

Statistical analysis 

Statistical analysis was performed in Microsoft EXCEL (Microsoft 
Inc., Redmond, Washington) using analysis of variance (ANOVA) to 
compare extent of mis-centering, scan length, arm position, patient size 
(effective diameter), CTDIvol, DLP and SSDE. We used shapiro–wilk test 
to assess for normality of the data variables. Mean and standard de-
viations were estimated for quantitative variable. We performed Pear-
son correlation tests to find association between mis-centering, scan 
length, and CT radiation doses. We set p < 0.05 as the cut-off for sta-
tistical significance. 

Results 

Patients scanned at Facilities A, B, C had similar age and gender 
distribution (p > 0.1) whereas Facility D had significantly older patients 
with more female than male patients (p < 0.001). As noted in Table 1, 
there was no difference in patient size (effective diameters) across the 
four participating facilities (p = 0.141). However, there was a significant 
difference in radiation doses (CTDIvol, SSDE, and DLP) between the fa-
cilities (p < 0.001). There was no significant correlation between mis- 
centering distance with either effective diameters or with any of the 
radiation dose descriptors (CTDIvol, SSDE, DLP) (r < 0.172, p > 0.083). 
There was a weak positive correlation between scan length and DLP (r =
0.446, p < 0.001) but no significant correlation was present between 

Table 1 
Summary of effective diameters, mis-centering distance, scan length and radiation doses associated with chest CT at the four participating CT facilities. The values for 
CTDIvol, DLP, and SSDE represent medians with interquartile range in the parenthesis. Other values are presented as mean ± standard deviation. (p-values are for the 
comparison among four facilities. The scan length was significantly higher in Facility A than other facilities. The CTDI and SSDE were significantly different across all 
four facilities. DLP was not significantly different between facilities A and C, but were significantly higher than facilities B and D.) (R1-7).   

Facility A F(A) Facility B F(B) Facility C F(C) Acility D F(D) p-value 

Effective diameter (cm) 27.7 ± 3.6 27.6 ± 5.6 28.5 ± 3.1 27.7 ± 3.7  0.141 
Mis-centering distance (mm) 16.9 (8.0–30.2) 16.6 (8.8–31.0) 13.6 (7.1–24.5) 21.1 (10.6–29.4)  0.205 
Scan length (mm) 400.0 (304.1–400.0) 317.9 (391.4–338.0) 311.0 (295.0–330.0) 300.0 (279.7–329.3)  <0.001 [between F(A) and F(B,C,D)] 
CTDIvol (mGy) 12 (9–15) 5 (5–5) 15 (12–19) 6 (4.6–9)  <0.001 [between F(A,C) and F(B,D)] 
DLP (mGy.cm) 397 (302–477) 179 (157–201) 444 (343–584) 208 (140–313)  <0.001 [between all facilities] 
SSDE (mGy) 16 (11–19) 7 (7–8) 19 (15–22) 8 (6–12)  <0.001 [between F(A,C) and F(B,D)]  

Table 2 
Facility-specific summary of effective diameters, scan length, and radiation doses for patients with different levels of mis-centering. The values for CTDIvol, DLP, and 
SSDE represent medians with interquartile range in the parenthesis. Other values are presented as mean ± standard deviation.  

Mis-centering distance ≤0.5 cm 0.6–2.5 cm ≥2.6 cm p-value 

Facility A Number (%) 17/98 (17.3%) 45/98 (45.9%) 36/98 (36.7%)  –  
Effective diameter (cm) 28.4 ± 4.5 28.1 ± 3.1 26.9 ± 3.6  0.255  
Scan length (mm) 400.0 (331.3–400.0) 400.0 (330.5–400.0) 347.5 (299.3–400.0)  0.551  
CTDIvol (mGy) 13 (10–15) 13 (10–15) 10 (8–14)  0.421  
DLP (mGy.cm) 404 (352–475) 426 (308–488) 367 (282–474)  0.704  
SSDE (mGy) 16 (13–17) 16 (13–19) 14 (11–20)  0.704  

Facility B Number (%) 17/103 (16.5%) 55/103 (53.4%) 31/103 (30.1%)  –  
Effective diameter (cm) 27.5 ± 2.6 28.1 ± 2.5 26.7 ± 2.6  0.060  
Scan length (mm) 331.9 (298.9–356.9) 321.5 (304.4–340.4) 294.0 (270.9–331.9)  0.031  
CTDIvol (mGy) 5 (5–8) 5 (5–5) 5 (5–5)  0.163  
DLP (mGy.cm) 191 (166–272) 181 (163–201) 160 (146–181)  0.031  
SSDE (mGy) 8 (7–12) 7 (7–8) 7 (7–8)  0.427  

Facility C Number (%) 15/99 (15.2%) 60/99 (60.6%) 24/99 (24.2%)  –  
Effective diameter (cm) 28.1 ± 2.3 28.7 ± 3.2 28.5 ± 3.5  0.825  
Scan length (mm) 309.0 (295.0–327.0) 314.0 (292.0–327.8) 303.0 (293.0–331.8)  0.101  
CTDIvol (mGy) 13 (10–17) 15 (11–19) 16 (13–19)  0.145  
DLP (mGy.cm) 396 (297–549) 438 (340–590) 506 (396–582)  0.516  
SSDE (mGy) 16 (14–22) 19 (15–22) 21 (17–24)  0.145  

Facility D Number (%) 13/100 (13%) 51/100 (51%) 36/100 (36%)  –  
Effective diameter (cm) 27.2 ± 2.8 27.6 ± 3.3 28.2 ± 4.4  0.644  
Scan length (mm) 277.5 (275.9–318.0) 305.0 (282.5–327.0) 294.0 (285.0–330.0)  0.289  
CTDIvol (mGy) 5 (3–8) 6 (4–12) 6 (5–8)  0.779  
DLP (mGy.cm) 159 (102–321) 203 (138–355) 223 (157–283)  0.705  
SSDE (mGy) 8 (4–9) 8 (6–18) 9 (7–11)  0.542  
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scan length and effective diameter, CTDIvol and SSDE (p > 0.1). 

Centering 

Table 1 summarizes mis-centering distances at the four CT facilities. 

There was no significant difference in extent of mis-centering between 
the different facilities (p = 0.205). When the extent of mis-centering was 
classified into three groups (≤0.5 cm, 0.6–2.5 cm, ≥2.6 cm), less than 
one-fifth of the patients had precise centering in the CT gantry isocenter 
(≤0.5 cm); most patients were mis-centered at all CT facilities (Table 2). 
Patients within these three group of mis-centering had similar effective 
diameters (p > 0.06) and radiation doses (both CTDIvol and SSDE; p >
0.145) (Fig. 2). However, upon classification of patients based on their 
effective diameters (≤30 cm and > 30 cm), larger patients had greater 
mis-centering than smaller patients in all sites and achieved statistical 
significance at 2/4 sites (p = 0.023–0.026) (Table 3). 

Fig. 2. The extent of mis-centering in three patients who underwent chest CT examinations for known COVID-19 pneumonia. Note presence of patchy multifocal 
groundglass opacities on patients A and C. There is a subtle groundglass nodular opacity in posterior aspect of the left upper lobe in patient B. 

Table 3 
Facility-specific summary of mis-centering distance, scan length, and CT radia-
tion doses for patients with different effective diameters. The values for CTDIvol, 
DLP, and SSDE represent medians with interquartile range in the parenthesis. 
Other values are presented as mean ± standard deviation. The lack of significant 
statistical differences in CTDIvol, DLP and SSDE was related to use of fixed mAs 
at facility B. At facility D, a lack of significant difference in doses may be related 
to random variations in doses from use of data from four different CT scanners.  

Effective diameter ≤30 cm >30 cm p-value 

Facility 
A 

Number (%) 73/98 (74.5%) 25/98 (25.5%)  –  

Centering 21.4 ± 13.3 14.3 ± 13.6  0.023  
Scan length 
(mm) 

400.0 
(299.0–400.0) 

400.0 
(347.0–400.0)  

0.595  

CTDIvol (mGy) 10 (8–13) 15 (13–15)  0.001  
DLP (mGy.cm) 351 (279–455) 476 (452–533)  <0.001  
SSDE (mGy) 15 (11–19) 17 (14–18)  0.037  

Facility 
B 

Number (%) 87/103 (84.5%) 16/103 (15.5%)  –  

Centering 20.1 ± 13.6 14.4 ± 8.0  0.026  
Scan length 
(mm) 

314.4 
(282.1–335.4) 

321.5 
(305.4–344.7)  

0.101  

CTDIvol (mGy) 5 (5–5) 5 (5–7)  0.539  
DLP (mGy.cm) 179 (156–199) 178 (163–241)  0.966  
SSDE (mGy) 7 (7–8) 7 (6–8)  0.033  

Facility 
C 

Number (%) 72/99 (72.7%) 27/99 (27.3%)  –  

Centering 17.4 ± 13.5 18.2 ± 12.8  0.809  
Scan length 
(mm) 

308.5 
(287.7–327.0) 

320.0 
(305.0–345.9)  

0.460  

CTDIvol (mGy) 14 (10–17) 20 (17–20)  0.001  
DLP (mGy.cm) 405 (321–515) 590 (519–631)  0.001  
SSDE (mGy) 19 (15–22) 21 (18–23)  0.011  

Facility 
D 

Number (%) 77/100 (77%) 23/100 (23%)  –  

Centering 22.5 ± 16.5 22.9 ± 13.9  0.919  
Scan length 
(mm) 

296.8 
(282.2–325.7) 

311.2 
(276.8–335.0)  

0.194  

CTDIvol (mGy) 6 (4–9) 6 (5–11)  0.591  
DLP (mGy.cm) 205 (132–302) 212 (171–327)  0.812  
SSDE (mGy) 9 (6–13) 7 (6–11)  0.146  

Table 4 
Facility-specific summary of effective diameters, and radiation doses for patients 
with different scan lengths of their chest CT. The values for CTDIvol, DLP, and 
SSDE represent medians with interquartile range in the parenthesis. Other 
values are presented as mean ± standard deviation.  

Scan length ≤30 cm >30 cm p-value 

Facility A Number (%) 24/98 
(24.5%) 

74/98 
(75.5%)  

–  

Effective diameter 
(mm) 

27.1 ± 4.2 27.9 ± 3.3  0.308  

CTDIvol (mGy) 9 (6–10) 13 (10–15)  <0.001  
DLP (mGy.cm) 279 

(215–358) 
445 
(350–492)  

<0.001  

SSDE (mGy) 11 (10–13) 17 (14–19)  <0.001  

Facility B Number (%) 35/103 (34%) 68/103 (66%)  –  
Effective diameter 26.5 ± 2.6 28.1 ± 2.4  0.002  
CTDIvol (mGy) 5 (5–5) 5 (5–5)  0.915  
DLP (mGy.cm) 155 

(139–165) 
181 
(172–205)  

<0.001  

SSDE (mGy) 7 (7–9) 7 (7–8)  0.487  

Facility C Number (%) 37/99 
(37.4%) 

62/99 
(62.6%)  

–  

Effective diameter 27.8 ± 2.6 29.0 ± 3.3  0.037  
CTDIvol (mGy) 15 (11–18) 16 (12–19)  0.336  
DLP (mGy.cm) 394 

(302–493) 
517 
(401–624)  

0.002  

SSDE (mGy) 19 (16–23) 20 (15–22)  0.336  

Facility D Number (%) 51/100 (51%) 49/100 (49%)  –  
Effective diameter 27.3 ± 3.9 28.2 ± 3.4  0.210  
CTDIvol (mGy) 6 (4–8) 7 (5–9)  0.192  
DLP (mGy.cm) 178 

(127–273) 
242 
(164–326)  

0.009  

SSDE (mGy) 7 (6–11) 9 (6–13)  0.312  
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Scan length 

Table 2 shows that one of the four CT facilities had significantly 
longer scan lengths for chest CT as compared to other three facilities (p 
< 0.001). However, the facility with the longest scan length did not have 
the highest CTDIvol, DLP, or SSDE (Table 1). At 3/4 facilities, the scan 
length exceeded 30 cm for most chest CT examinations (Table 4). The 
effective diameters and associated DLP for patients from 2/3 facilities 
with scan lengths > 30 cm were greater than those with ≤ 30 cm. Table 3 
describes the effect of effective diameter on scan lengths and associated 
radiation doses. At three of the 4 CT facilities, chest CTs with greater 
mis-centering were not associated with longer scan length as compared 
to those with less mis-centering (p > 0.194) (Table 2). 

The most frequent scan start and end locations were C7/T1 and T12/ 
L1 vertebral levels across all the four facilities. Although the vertebral 
level at the scan start location did not affect the scan length or the 
associated radiation doses (p = 0.927–0.050), scan end location at L3 or 
lower was associated with higher DLP (p 0.044 to < 0.001). 

Arm position 

The facility-wise distribution of arm position during chest CT is 
summarized in Figs. 3 and 4. While patients from all facilities who were 
scanned with arms by their side had a greater mis-centering as compared 
to those scanned with arms above their shoulders, the difference did not 
achieve statistical significance (p > 0.092). Conversely, patients from 
Facility A with arms by their side had significantly longer scan length as 
compared to those with raised arms (p < 0.003). There was a small 
(<10%) but significant difference in effective diameters of patients who 
underwent chest CT with different arm positions. The SSDE of patients 
scanned with arms by their side was greater than in those with raised 
arms in 3/4 CT facilities (p < 0.041). The effect was most noticeable in 

Facilities A and D, where despite a lower effective diameter, patients 
with arms by their side received a significantly higher radiation dose 
(both DLP and SSDE) as compared to those with arms raised over their 
shoulders. 

Discussions 

Our multicenter, international study found substantial variations in 
radiation doses associated with a single-phase, chest CT examinations 
performed in patients with COVID-19 pneumonia despite nearly iden-
tical distribution of patient age and cross-sectional effective diameters. 
We report frequent and greater mis-centering in most patients included 
in our study at all four participating facilities from Asia, Europe, North 
and South America. In comparison, prior studies in non-COVID-19 chest 
CT examinations reported mixed results. For example, Eberhard et al. 
[9], Akin-Akintayo et al. [10], and Habibzadeh et al. [11] reported mean 
mis-centering distances of 10.6, 17, and 16 mm, respectively (compared 
to 17.6–22.6 mm in our study). Conversely, mis-centering in our study 
was lower than 24.9 mm reported by Li et al [12] and similar to 19 mm 
mis-centering distance in a study from Saltybaeva et al [13]. The extent 
of mis-centering in our study is likely related to lack of attention to 
centering, or lack of awareness on importance of good patient centering 
among CT radiographers/technologists at the participating sites. It is 
likely that such lack of attention was compounded by an intent to 
minimize patient contact in a setting of COVID-19 pandemic. 

Although the effect of arm position on radiation dose associated with 
chest CT has been reported [14], its frequency and effect on scan length 
and mis-centering observed in our study has not been studied. We report 
that patients with arms by their side during chest CT are more likely to 
be mis-centered, scanned over longer area, and receive higher radiation 
dose. Although relationship between increased scan length and posi-
tioning of arms could have been coincidental, it is important to note that 

Fig. 3. Planning radiographs of 8 patients from four CT facilities with arms by their side (A-D) and arms raised over the shoulder (E-H). All patients had similar 
effective diameters. 
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when arms are positioned by the side of the body, they project on the 
chest in the lateral planning radiograph and can affect delineation of 
posterior costophrenic recesses and lower lungs which are difficult to see 
on the anteroposterior or posteroanterior planning radiographs. Rela-
tionship between mis-centering and arm positioning may be coinci-
dental or related to the fact that positioning of the arms by the side of the 
patient impairs technologists’ ability to judge the center of patient’s 
chest. Although we could not specifically assess the reason for chest CT 
with arms by the side of the body, it is likely that the higher frequency of 
arms by the side resulted from a combination of shoulder pain/ 
arthropathy, presence of multiple lines and tubes in sick, ventilated 
patients, as well as from an attempt to minimize patient contact [15]. 
Likewise, longer than necessary scan lengths, notably extending below 
L2 or L3 vertebral body level increased the associated DLP. 

A weak correlation between the scan length and DLP (r = 0.446) was 
likely related to the fact that most participating sites (3/4) used auto-
matic tube current modulation which adapts tube current to patient size. 
As patient size (measured with effective diameter) was not correlated 
with the scan length, the tube current and therefore the applied radia-
tion dose (CTDIvol at fixed tube potential) varied independently of the 
scan length and led to a weak correlation with scan length. 

The chief implication of our study is the extent of variations in pa-
tient centering and scan lengths in patients undergoing chest CT for 
suspected or known COVID-19 infection. Such efforts can help of being 
better image quality with less artifact and aid in radiation dose opti-
mization regardless of the clinical indication for scanning (with or 
without COVID-19 infection). It is imperative that imaging departments 
and hospital provide high quality PPE to CT radiographers/technologists 
so that they can serve with full confidence as the frontline workers 
involved in treating patients with contagious or communicable diseases. 

When available, technologists should change the table height from the 
console room without entering the scan room if they notice mis- 
centering on the planning radiographs. Our study also calls for 
enhanced effort from the CT industry to bring automatic centering and 
patient positioning techniques into real-world scanners regardless of 
their make, model, and year of installation. Two main CT vendors have 
reported on capabilities of automatic patient positioning software and 
hardware options to reduce mis-centering and select appropriate scan 
length. Li et al [12] reported on use of planning radiograph-based 
automatic patient re-centering technique in 2007 (GE) although unfor-
tunately, their technique was never commercialized. More recent pub-
lications describe a commercially available, artificial intelligence-based 
technique (Siemens) for automatic patient centering and scan length 
determination on some of its scanners [13]. While these vendors deserve 
kudos for their efforts to identify with the issues and come up with 
excellent solutions, more is needed from them at the time of the current 
and future pandemics in an era of globalization and shrinking distances, 
so that we can maintain better CT image quality, reduce radiation dose, 
and make scanning safer for our CT technologists without requiring 
them to pay extra attention to details (centering and scan length pre-
scription) where automated techniques have a proven track record of 
success [12,13]. CT vendors can also help reduce mis-centering and 
over-scanning by displaying their extent as well as their effects on image 
quality (such as increase in noise or artifacts) and radiation dose to the 
patients undergoing CT. On our part, we have conveyed findings of our 
study to the respective facilities so that CT technologists can pay more 
attention to patient positioning, centering and prescription of optimum 
scan length. 

There are several limitations in our study. First, our study was 
limited to one or two CT facilities per country and a small number of 

Fig. 4. Box-whisker plots summarizing facility-specific distribution of mis-centering distance (A), scan length (B), CTDIvol (C), and DLP (D) for patients with different 
arm positions (up – arms raised over the shoulder; side – arms by the side of the body). The upper and lower limits of boxes represent first and third quartiles. The 
upper and lower limits of whiskers represent 9th and 91st percentiles. The dots represent the outliers. 
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patients and may not reflect a universal or common practice. Since, all 
participating CT facilities represented large, referral hospitals, we 
cannot comment on frequency and effect of mis-centering, arm position, 
and scan length on smaller CT facilities. Second, radiation doses across 
different CT facilities cannot be compared across different sites due to 
substantial differences in scanner technologies in these facilities. Third, 
we did not assess the effect of arm position or mis-centering on diag-
nostic quality of the exam since those effects have been documented in 
prior studies [14]. Fourth, we did not have information on patient 
location at the time of scanning from all facilities. Thus, we cannot 
establish if hospitalized or critical care unit patients with advanced or 
complicated disease have higher frequency of mis-centering, arms by the 
side of their body, and longer than necessary scan lengths. Fifth, manual 
measurement of mis-centering can lead to errors despite our attempt to 
double-check each measurement. We did not have access to any auto-
mated software or method of estimating mis-centering from CT images. 
Sixth, we did not have access to patients’ weight at the time of scanning 
from 3/4 CT facilities. Instead, we used effective diameter as a surrogate 
for patient size which is a better marker of cross-sectional size than body 
weight. However, a lack of significant differences in radiation doses 
(summarized in table 3) at some facilities for patients with different 
effective diameters may have been related to inadequate sample size or 
arbitrary classification of effective diameter (≤30 and > 30 cm). Sev-
enth, none of the participating facilities recorded their patients’ height; 
this complicates comparison of scan length and DLP. However, infor-
mation on vertebral body levels at scan start and end locations helped us 
compare scan lengths and DLP across different facilities. Finally, due to 
retrospective nature of the study, we could not capture the information 
on change in scan parameters and radiation doses as a result of patient 
mis-centering. 

Conclusion 

In conclusion, mis-centering, over-scanning, and arms by the side are 
frequent in patients with COVID-19 pneumonia at all four participating 
international CT facilities. These issues increase associated radiation 
dose and result in lower image quality. Imaging departments and CT 
technologists must pay close attention to patient positioning and avoid 
over-scanning patients while scanning them, when possible, with their 
arms raised above the shoulders. 
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